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NVLAP ACCREDIATION FOR LM-80-2008 TESTING

Cree’s SSL testing laboratory in Durham, NC, USA is accredited by the National Voluntary Laboratory Accreditation 
Program (NVLAP) to perform IES LM-80-2008 testing. All LM-80-2008 results produced by Cree are generated in Cree’s 
accredited laboratory. A copy of the accrediation certificate is provided below.

Approved Signatory:

Amber Abare
Cree Components Reliability Laboratory Manager
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XLAMP MC-E WHITE LEDS (REV 0)

Revision: 1 (December 8, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp MC-E White LEDs (MCE4WT) & 
XLamp MC-E EasyWhite LEDs (MCEEZW)

All measurements provided are LED package measurements with all 
LEDs on simultaneously. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The 
temperature of the ambient air around the LED packages is actively 
controlled by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp 
MC-E Soldering & Handling document (AP21). 

7. Drive current of the LED light source during lifetime 
test.

See individual test reports. The drive current used during lifetime 
testing is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at photomet-
ric measurement current

See individual test reports. The drive current used for luminous flux, 
forward voltage and chromaticity measurements is listed as “Mea-
surement Current.”

The forward voltage measurements provided are for the series con-
nection of all LEDs in the package.

9. Lumen maintenance data for each individual LED light 
source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of ±2.0% on flux measurements for LM-
80 testing.

13. Chromaticity shift reported over the measurement 
time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 350 mA 98.1% 0.0009

2 45°C 45°C 700 mA 99.0% 0.0015

3 55°C 55°C 350 mA 98.4% 0.0010

4 55°C 55°C 700 mA 95.8% 0.0027

5 85°C 85°C 350 mA 98.2% 0.0014

6 85°C 85°C 700 mA 92.8% 0.0070
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XLAMP ML-E WHITE LEDS (REV 0)

Revision: 0 (December 21, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp ML-E White LEDs (MLEAWT)

All measurements provided are LED package measurements. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The tem-
perature of the ambient air around the LED packages is actively controlled 
by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp ML-E 
Soldering & Handling document (AP50). 

7. Drive current of the LED light source during life-
time test.

See individual test reports. The drive current used during lifetime testing 
is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at pho-
tometric measurement current

See individual test reports. The drive current used for luminous flux, for-
ward voltage and chromaticity measurements is listed as “Measurement 
Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of +/- 2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measure-
ment time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 175 mA 97.9% 0.0008

2 55°C 55°C 175 mA 96.9% 0.0012

3 85°C 85°C 175 mA 95.5% 0.0012
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XLAMP MP-L EASYWHITE LEDS (REV 0)

Revision: 0 (September 30, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp MP-L EasyWhite LEDs (MPLEZW)

The XLamp MP-L package contains 3 independent strings of LEDs. All 
measurements provided are LED package measurements with the 3 
strings of LEDs connected in series. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The tem-
perature of the ambient air around the LED packages is actively controlled 
by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp MP-L 
Soldering & Handling document (AP36). 

7. Drive current of the LED light source during life-
time test.

See individual test reports. The drive current used during lifetime testing 
is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at pho-
tometric measurement current

See individual test reports. The drive current used for luminous flux, for-
ward voltage and chromaticity measurements is listed as “Measurement 
Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of ±2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measure-
ment time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 250 mA 96.9% 0.0007

2 55°C 55°C 250 mA 96.1% 0.0012

3 85°C 85°C 250 mA 96.7% 0.0017
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XLAMP MX-3 WHITE LEDS (REV 0)

Revision: 0 (March 29, 2011)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp MX-3 White LEDs: parallel (MX3AWT) & series (MX3SWT) configu-
rations

All measurements provided are LED package measurements of the para-
lell (MX3AWT) configuration.

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The tem-
perature of the ambient air around the LED packages is actively controlled 
by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp MX 
Family Soldering & Handling document (AP32). 

7. Drive current of the LED light source during life-
time test.

See individual test reports. The drive current used during lifetime testing 
is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at pho-
tometric measurement current

See individual test reports. The drive current used for luminous flux, for-
ward voltage and chromaticity measurements is listed as “Measurement 
Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of ±2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measure-
ment time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive Current [IF]
Average Lumen Maintenance 

at 6,000 hours
Average Chromaticity Shift 

(Δu’v’) at 6,000 hours

1 45°C 45°C 400 mA (MX3AWT)
133 mA (MX3SWT)

98.7% 0.0010

2 55°C 55°C 400 mA (MX3AWT)
133 mA (MX3SWT)

97.0% 0.0013

3 85°C 85°C 400 mA (MX3AWT)
133 mA (MX3SWT)

94.9% 0.0009
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XLAMP MX-6 WHITE LEDS (REV 1)

Revision: 1 (September 20, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp MX-6 White LEDs (MX6AWT)

All measurements provided are LED package measurements. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The tem-
perature of the ambient air around the LED packages is actively controlled 
by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp MX-6 
Soldering & Handling document (AP32). 

7. Drive current of the LED light source during life-
time test.

See individual test reports. The drive current used during lifetime testing 
is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at pho-
tometric measurement current

See individual test reports. The drive current used for luminous flux, for-
ward voltage and chromaticity measurements is listed as “Measurement 
Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of +/- 2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measure-
ment time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 350 mA 97.5% 0.0007

2 55°C 55°C 350 mA 98.6% 0.0007

3 85°C 85°C 350 mA 96.5% 0.0014
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XLAMP XM-L WHITE LEDS (REV 0)

Revision: 0 (May 13, 2011)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp XM-L White LEDs (XMLAWT)

All measurements provided are LED package measurements. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The tem-
perature of the ambient air around the LED packages is actively controlled 
by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp XM-L 
Soldering & Handling document (AP54). 

7. Drive current of the LED light source during life-
time test.

See individual test reports. The drive current used during lifetime testing 
is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at pho-
tometric measurement current

See individual test reports. The drive current used for luminous flux, for-
ward voltage and chromaticity measurements is listed as “Measurement 
Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of ±2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measure-
ment time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen 
Maintenance at 

6,000 hours

Average Chromaticity 
Shift (Δu’v’) at 6,000 

hours

Reported TM-21 L70 
Lifetime

1 45°C 45°C 2000 mA 98.4% 0.0021 L70(6k) > 36,300 hrs

2 55°C 55°C 2000 mA 98.3% 0.0021 L70(6k) > 36,300 hrs

3 85°C 85°C 2000 mA 97.2% 0.0023 L70(6k) > 36,300 hrs
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XLAMP XP-E WHITE LEDS (REV 1)

Revision: 1 (September 20, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp XP-E White LEDs (XPEWHT)

All measurements provided are LED package measurements. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The 
temperature of the ambient air around the LED packages is actively 
controlled by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp XP-E 
Soldering & Handling document (AP25). 

7. Drive current of the LED light source during lifetime 
test.

See individual test reports. The drive current used during lifetime test-
ing is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at photo-
metric measurement current

See individual test reports. The drive current used for luminous flux, 
forward voltage and chromaticity measurements is listed as “Measure-
ment Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of +/- 2.0% on flux measurements for LM-
80 testing.

13. Chromaticity shift reported over the measurement 
time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 700 mA 97.7% 0.0012

2 55°C 55°C 700 mA 99.3% 0.0011

3 85°C 85°C 350 mA 97.9% 0.0006

4 85°C 85°C 700 mA 96.6% 0.0015
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XLAMP XP-E HIGH EFFICIENCY WHITE LEDS (REV 1)

Revision: 1 (March 8, 2011)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp XP-E High Efficiency White LEDs (XPEHEW)

All measurements provided are LED package measurements. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions
LED packages are operated in environmental control chambers. The 
temperature of the ambient air around the LED packages is actively 
controlled by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp XP 
Family Soldering & Handling document (AP25). 

7. Drive current of the LED light source during lifetime 
test.

See individual test reports. The drive current used during lifetime test-
ing is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at photo-
metric measurement current

See individual test reports. The drive current used for luminous flux, 
forward voltage and chromaticity measurements is listed as “Measure-
ment Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of ±2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measurement 
time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 700 mA 99.2% 0.0004

2 55°C 55°C 700 mA 97.4% 0.0004

3 85°C 85°C 700 mA 95.5% 0.0007

4 45°C 45°C 350 mA 99.8% 0.0009

5 55°C 55°C 350 mA 101.0% 0.0007

6 85°C 85°C 350 mA 100.7% 0.0006
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XLAMP XP-G WHITE LEDS (REV 2)

Revision: 2 (October 1, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp XP-G White LEDs (XPGWHT)

All measurements provided are LED package measurements. 

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The 
temperature of the ambient air around the LED packages is actively 
controlled by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp XP-G 
Soldering & Handling document (AP25). 

7. Drive current of the LED light source during lifetime 
test.

See individual test reports. The drive current used during lifetime test-
ing is listed as “Drive Current.”

8. Initial luminous flux and forward voltage at photo-
metric measurement current

See individual test reports. The drive current used for luminous flux, 
forward voltage and chromaticity measurements is listed as “Measure-
ment Current.”

9. Lumen maintenance data for each individual LED 
light source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of ±2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measurement 
time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Maintenance 
at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 45°C 45°C 1000 mA 98.7% 0.0032

2 55°C 55°C 350 mA 99.1% 0.0020

3 55°C 55°C 1000 mA 98.6% 0.0009

4 85°C 85°C 350 mA 98.7% 0.0009

5 85°C 85°C 1000 mA 98.7% 0.0015
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XLAMP XR-E WHITE LEDS (REV 1)

Revision: 1 (September 20, 2010)

1. Number of LED light sources tested See individual test reports.

2. Description of LED light sources XLamp XR-E White LEDs (XREWHT)

All measurements provided are LED package measurements.

3. Description of auxiliary equipment Instrument Systems ISP-500 Integrating Sphere
Instrument Systems CAS-140 Spectrometer
Keithley 2420 Sourcemeter

4. Operating cycle LED packages are driven at constant current.

5. Ambient conditions LED packages are operated in environmental control chambers. The tem-
perature of the ambient air around the LED packages is actively controlled 
by air flowing through the chamber.

TA  : See individual test reports
RH : < 45%
Air flow : 800 CFM

6. Case temperature The case temperature measurement point is shown in the XLamp XR-E Sol-
dering & Handling document (AP16). 

7. Drive current of the LED light source during lifetime test. See individual test reports. The drive current used during lifetime testing is 
listed as “Drive Current.”

8. Initial luminous flux and forward voltage at photometric 
measurement current

See individual test reports. The drive current used for luminous flux, forward 
voltage and chromaticity measurements is listed as “Measurement Current.”

9. Lumen maintenance data for each individual LED light 
source

See individual test reports. 
Ambient temperature during luminous flux testing set to 25°C ±2°C.

10. Observation of LED light source failures No failures occurred during testing.

11. LED light source monitoring interval See individual test reports.

12. Photometric measurement uncertainty Cree maintains a tolerance of +/- 2.0% on flux measurements for LM-80 
testing.

13. Chromaticity shift reported over the measurement 
time

See individual test reports.
Ambient temperature during chromaticity testing set to 25°C ±2°C.

Test Summary

Data Set Color
Case 

Temp. 
[TS]

Ambient 
Temp. 
[TA]

Drive 
Current 

[IF]

Average Lumen Mainte-
nance at 6,000 hours

Average Chromaticity Shift 
(Δu’v’) at 6,000 hours

1 Cool White 25°C 25°C 350 mA 98.1% 0.0040

2 Warm White 25°C 25°C 350 mA 98.8% 0.0020

3 Cool White 25°C 25°C 700 mA 98.0% 0.0040

4 Warm White 25°C 25°C 700 mA 97.8% 0.0022

5 Cool White 45°C 45°C 350 mA 97.8% 0.0129

6 Cool White 45°C 45°C 1000 mA 97.9% 0.0017

7 Cool White 55°C 55°C 350 mA 98.0% 0.0031

8 Warm White 55°C 55°C 350 mA 97.7% 0.0019

9 Cool White 55°C 55°C 1000 mA 97.0% 0.0047

10 Warm White 55°C 55°C 1000 mA 96.2% 0.0026

11 Cool White 85°C 85°C 350 mA 94.3% 0.0030

12 Warm White 85°C 85°C 350 mA 96.9% 0.0012

13 Cool White 85°C 85°C 1000 mA 95.0% 0.0022


